Initial Training Checklist for the Clearview HIV-1/2 STAT-PAK Antibody Test 
Employee: ______________________________________________

Instructions: Fill in dates when the trainee observes and performs each objective or procedural step, as applicable. (If a trainee will not perform a specific task, enter N/A for not applicable.) The trainee should initial when he/she feels the objective/procedure has been mastered and the trainer when he/she thinks the trainee has met the objective or performs the task competently. 

	Objective/Procedural Step 
	Date Observed 
	Date 
Performed 
	Trainee’s initials and date 
	Trainer’s initials and date 

	Pre-Testing requirements
	

	Read Clearview HIV STAT-PAK procedure 
	N/A 
	
	
	

	Read the procedure on blood collection by fingerstick (RL.04)
	N/A
	
	
	

	Read Biohazard Exposure Control Plan 
	N/A 
	
	
	

	Know requirements for acceptable testing environment (e.g., temperature, lighting, level work space) 
	
	
	
	

	Assemble supplies: disposable loop developer solution vial, test stand, test device, gloves, biohazard containers prior to initiating testing.
	
	
	
	

	Check and record lot number and expiration date of test pouches. Make sure that a desiccant was in the pouch. If not, do not use the device
	
	
	
	

	Label vial, paperwork, test device correctly
	
	
	
	

	Avoid touching the test pad 
	
	
	
	

	Place labeled test device on a level surface.
	
	
	
	

	Specimen collection
	
	
	
	

	Wear appropriate personal protective equipment when handling blood (gloves, eye protection, lab coat)
	
	
	
	

	Perform a finger stick as specified in the fingerstick procedure.
	
	
	
	

	Dispose of lancet and other biohazardous waste appropriately
	
	
	
	

	Fill specimen loop with blood completely and without bubbles 
	
	
	
	

	Test performance
	
	
	
	

	If testing client fingerstick sample:  
Transfer loop sample to sample well 
	
	
	
	

	If testing control material:  Insert loop into control vial to obtain sample and transfer loop sample to sample well
	
	
	
	

	Add 3 drops running buffer
	
	
	
	

	Read and record internal control and patient test results in 15 to 20 minutes 
	
	
	
	

	Read and record results on test records
	
	
	
	

	Dispose of used test device in biohazard container
	
	
	
	

	Clean workspace using appropriate disinfectant
	
	
	
	

	Accurately read the test interpretive training color plates 
	
	
	
	

	Explain what to do if QC results are discrepant. 
	
	
	
	


Site Coordinator_________________________________________Date____________________

Laboratory Director______________________________________Date____________________

RLF-04
Rev. 9/2008

6/21/2005


