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         Stepwise Procedure for Rapid HIV Blood Testing-OraQuick® ADVANCE
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Give Client Subject Information





Bring Kit  to Room Temp 15-27oC





REACTIVE





Non -Reactive





INVALID





No line in Control zone





Red smear





Line outside the zone





Open Pouch





Place open developer vial in the stand





Collect and mix Sample in developer





Read results after 20 min & no later than  40 min





Interpret Results as follows





Put paddle in the sample-developer mix.





Let the Reaction occur for 20 min.





STEP I





STEP II





STEP III








Procedure # RL.07.01
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