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Exposure (mR)

IRAC Standard of Care
25 mR

B Screen Film
CR Digital
XY DR Digital

Film CR DR
Machines Tested: 486 75 234
Median Exposure: 10 mR 10 mR 7 mR
85th Percentile: 14 mR 14 mR 14 mR
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