Michigan Department of Licensing and Regulatory Affairs
Radiation Safety Section

CRANIO-CAUDAL MAMMOGRAM 2014

120
HE Screen-Film
N [ZZA CR Digital
100 § KXX DR Digital
S Film CR DR
8 N\ Machines Tested: 27 74 304
' 30 — § Median Do.se: 1.5mGy 1.6mGy 1.2mGy
ﬁ § 85th Percentile: 1.9mGy 1.8mGy 1.7 mGy
N R
S 60 ) N
S N
= N N
5 N N
3 N N N
£ 40 S N N RN
5 N R N N
N N N A
_ N N N N
N N A AR
N NN N
0 mlr\\lﬂ\\l 4 Iv\l I mlﬂl | I
0.5 1.0 1.5 2.0 2.5 3.0

Mean Glandular Dose (mGy)
1/2015



