
CRANIO-CAUDAL MAMMOGRAM 2017

Mean Glandular Dose (mGy)
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Michigan Department of Licensing and Regulatory Affairs
Radiation Safety Section

2/2018

Dose Limit
3.0 mGy

Film CR DR

Machines Tested: 4 50 332

Median Dose: 1.4 mGy 1.6 mGy 1.2 mGy

75th Percentile: 1.6 mGy 1.9 mGy 1.4 mGy


